AMENDMENT NO. 1 JULY 2016 
TO 
IS 5338 : 1969 SPECIFICATION FOR CATHETER, 
EUSTACHIAN 


(Page 1, Fig. 1) — Substitute the following for the existing table in Fig. 1: 


SI No. Dia Dia Charriere 
A B Gauge 
Without With 
Bulb Bulb 
i) 1.27 2.67 3.34 8F 
ii) 1.78 3.33 4.00 10F 


(Page 1, clause 3.1) — Substitute ‘IS 2112 : 2003 Silver and silver alloys, 
jewellery/artefacts — Fineness and marking — Specification (second revision)’ 
for ‘IS 2112 : 1962*’ 


(Page 1, foot-note ‘*’) — Delete. 
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